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Executive  Summary 

Strain  gauge  installations  in  naval  vessels  require  long  cable  lengths  between  strain 
gauge  sites  and  the  strain  measuring  instrumentation  due  to  the  size  of  the  vessels  and 
the  complexity  of  the  cable  runs.  The  resistance  of  the  signal  cable  can  cause  an 
attenuation  error  during  the  acquisition  of  strain  data.  This  error  can  be  compensated 
for  by  performing  a  shunt  calibration  directly  on  each  active  strain  gauge.  However 
often  the  strain  gauges  are  inaccessible  after  installation,  in  which  case  the  shunt 
calibration  is  performed  at  another  part  of  the  Wheatstone  bridge  or  at  the 
instrumentation.  The  long  cable  runs  can  also  cause  errors  in  the  calibration  if  it  is  not 
undertaken  across  the  strain  gauge.  The  attenuation  errors  and  the  calibration  errors 
are  additive  and  in  a  typical  naval  vessel  installation  can  result  in  a  total  error  of  up  to 
20%  of  the  strain  signal. 

This  paper  contains  derivations  of  exact  formulae  for  the  correction  of  these  errors  for 
various  wiring  configurations.  The  more  complex  formulae  were  simplified  by 
practical  approximations  but  still  retained  an  accuracy  of  at  least  99%  of  the  exact 
solutions.  It  has  also  been  mathematically  demonstrated  that  the  use  of  higher 
resistance  strain  gauges  reduces  the  strain  errors  due  to  cable  resistance.  The  derived 
theoretical  solutions  have  been  verified  by  practical  experiments  for  some  of  the 
wiring  configurations 
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Notation 


Fg  =  Gauge  factor 

It  =  excitation  current 

K  ==  variable  used  to  simplify  equation 

Ri,  R2,  R3,  R4,  =  Gauge  or  precision  resistor  resistance.  Numbering  from  1  to  4 

represents  the  four  arms  of  the  Wheatstone  bridge  in  which  the  resistor  or  gauge 
is  placed. 

Rg,  R  =  gauge  resistance 

Rc  =  Shunt  calibration  resistance 

Real  =  Shunt  calibration  resistance  of  a  nominal  value. 

Rl  =  Resistance  in  the  signal  cable  between  Wheatstone  bridge  and  instrumentation. 
Rw  =  Resistance  in  the  signal  cable  between  gauge  and  Wheatstone  bridge  connection. 
Vo  =  Wheatstone  bridge  output  voltage 
Vi,  V2,  V3,  V4,  =  Voltage  potential  at  nominated  locations. 

Vs  =  Wheatstone  bridge  excitation  consisting  of  positive  voltage  on  one  side  and  zero 
voltage  on  other  side  of  the  bridge. 

£  =  Strain 

£c  =  Equivalent  nominal  calibration  strain 

£cai  =  Equivalent  calibration  strain 

8att  =  attenuation  error 

Seal  =  shunt  calibration  error 

5t  =  Summation  of  attenuation  and  shimt  calibration  error 
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1.  Introduction 


When  conducting  strain  measurements,  the  acquisition  instrumentation  is  often 
located  some  distance  from  the  strain  gauges  particularly  when  large  structures  such 
as  naval  or  commercial  vessels  are  being  monitored.  This  requirement  may  be  due  to 
any  number  of  reasons,  including  environmental,  spatial  and  economical 
considerations,  ie.  potential  location  could  be  considered  hostile  to  instrumentation  or 
inaccessible,  or  merely  the  requirement  for  easy  access  and  need  for  the 
instrumentation  to  be  centrally  located. 

Strain  gauge  circuits  are  usually  connected  in  a  constant  voltage  Wheatstone  bridge 
configuration  comprising  of  one,  two  or  four  active  gauges  depending  on 
measurement  requirements.  The  remaining  elements  of  the  Wheatstone  bridge  are 
usually  completed  with  precision  resistors. 

There  are  various  types  of  errors  that  occur  when  long  leads  are  used  between  the 
strain  gauge  and  the  instrumentation.  These  include  attenuation  due  to  long  leads 
between  the  gauge  and  the  Wheatstone  bridge,  attenuation  due  to  long  leads  between 
the  Wheatstone  bridge  and  the  instrumentation  and  calibration  errors  when  shunt 
calibration  is  imdertaken  at  the  instrumentation  or  Wheatstone  bridge. 

The  theory  covered  in  this  paper  covers  case  combinations  where  long  leads  have  been 
used  between  the  gauge  and  the  Wheatstone  bridge.  This  study  has  been  restricted,  for 
ease  of  explanation,  to  quarter-bridge  (one  active  strain  gauge  within  the  Wheatstone 
bridge)  and  half  bridge  configurations  (two  strain  gauges  within  adjacent  arms  of  the 
bridge).  Never  the  less,  the  equations  derived  in  this  paper  to  calculate  the  error  due  to 
long  wires  within  a  half  bridge  configuration  can  easily  be  used  to  cover  a  full  bridge 
configuration.  For  the  half  bridge,  this  paper  addresses  configurations  where  three 
wires  (commonly  called  three  wire  method)  and  four  wires  (commonly  called  four 
wire  method)  are  used  to  connect  the  two  gauges  into  the  Wheatstone  bridge. 

This  paper  also  derives  signal  attenuation  and  calibration  error  equations  where  the 
strain  gauges  and  precision  resistors  are  connected  to  form  a  Wheatstone  bridge  with 
short  bridge  wires,  but  a  long  signal  cable  has  been  used  to  connect  the  bridge  to  the 
instrumentation.  Experimentation  was  carried  out  to  verify  some  of  the  derived 
equations. 


2.  Definition  of  a  Wheatstone  Bridge 

A  Wheatstone  bridge  is  defined  as  four  resistors  or  strain  gauges,  connected  in  such  a 
way  that  it  forms  a  closed  loop  with  four  connection  points  (See  Figure  la).  Excitation 
voltage  is  connected  to  two  opposite  points  of  connection  (supply  wires),  and  output 
wires  (signal  wires)  are  connected  to  the  other  two.  In  practice,  these  points  of 
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connection  usually  occtu:  on  a  terminal  block  or  jrmction  box,  especially  if  a  large 
number  of  locations  are  being  measured.  Note  that  it  is  the  physical  location  of  these 
four  connections  and  not  the  physical  location  of  the  resistors/strain  gauges  that 
defines  the  location  of  the  Wheatstone  bridge. 

For  clarification,  throughout  this  paper  the  term  bridge  wire  will  be  used  to  describe  the 
connecting  wires  between  the  strain  gauges  or  resistors  to  the  connection  point  to  form 
the  Wheatstone  bridge;  the  term  signal  wire  to  describe  the  wires  from  the  recording 
instrumentation  to  the  Wheatstone  bridge;  the  term  supply  wire  to  describe  the  wires 
from  the  supply  voltage  of  the  instrumentation  to  the  Wheatstone  bridge.  As  the  latter 
two  usually  consists  of  a  single  four-core  cable,  the  combined  will  be  described  as 
signal  cable. 

The  common  type  of  bridge  configurations  are  shown  below: 


Wheatstone  bridge  Instrunentotlon 


Vheoisionc  bridge  Instrunen-tation 


Vhectslone  bridge 


[nslrunentation 


Fig  Ic  Wheats-tone  Bridge  with  long  leads  to  Instrunentatlon 
Wheatstone  bridge 


Enctrunontotlcn 


Active 

Strain  gaugr 


5  + 


rig  Id  Wheatstone  Bridge  with  long  leads  to  strain  gauges  and  Instrumentation 


Figure  1,  Some  of  the  various  wiring  configurations  available  when  using  a  Wheatstone  bridge. 
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Figure  1  shows  a  typical  Wheatstone  bridge  configuration  with  one  active  strain  gauge 
and  completed  with  resistors  of  equal  value.  Figure  lb  shows  a  Wheatstone  bridge 
with  two  strain  gauges  at  a  location  that  is  some  distance  from  the  Wheatstone  bridge 
connection  point.  Figure  Ic  shows  a  Wheatstone  bridge  with  the  instrumentation  at  a 
location  that  is  some  distance  from  the  bridge.  Figure  Id  is  a  combination  of  Figme  lb 
and  Ic  adding  additional  complexity. 


3.  Output  Error  Due  to  Long  Cables  between  the 
Strain  Gauge  and  the  Wheatstone  Bridge. 


3.1  Attenuation  Due  to  Long  Bridge  Wires 

One  type  of  inherent  error  associated  with  strain  measurement  is  due  to  the  use  of  long 
cable  lengths  between  the  Wheatstone  bridge  and  the  strain  gauges.  The  error  arises 
from  the  resistance  in  the  cables  causing  attenuation  of  the  magnitude  of  the  signal 
output.  The  attenuation  of  a  strain  gauge  signal  will  occur  when  there  is  lead-wire 
resistance  in  series  with  the  strain  gauge  and  the  Wheatstone  bridge  (ie.  resistance  in 
the  bridge  wires).  As  the  attenuation  is  a  function  of  the  length  of  the  bridge  wires  that 
connect  the  gauges  into  a  Wheatstone  bridge,  it  will  have  greater  effect  with  increasing 
cable  length.  As  the  theory  of  attenuation  is  well  documented  in  Dally,  James  &Riley 
(1978),  Murray  and  Miller  (1992)  et  al,  it  will  not  be  covered  here.  For  convenience,  the 
equations  for  calculating  the  attenuating  error  are  reproduced  for  a  three  and  four  wire 
configuration. 


For  a  three  wire  configuration: 

R... 


R.+R. 


-xlOO 


For  a  four  wire  configuration: 
%5,„  =  — 

Rg+2R„ 


where  Rg  =  gauge  resistance 

Rw  =  Resistance  in  the  lead-wire 
8att  =  attenuation  error 


(1) 

(2) 


From  equations  1  and  2,  it  can  be  seen  that  attenuation  error  for  a  four-wire 
configuration  is  approximately  double  that  of  the  three-wire  configuration. 

This  error  can  sometimes  be  overcome  by  calibration.  Calibration  of  strain  gauge 
circuits  is  commonly  accomplished  by  connecting  a  known  precision  resistance  in 
parallel  with  one  element  of  the  Wheatstone  bridge.  This  method,  known  as  "shunt 
calibration"  simulates  a  compressive  strain  in  that  arm  of  the  Wheatstone  bridge. 
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which  enables  the  equivalent  strain  to  be  calculated.  Thus  entire  strain  gauge  circuit 
including  the  instrumentation  is  calibrated  using  this  method.  If  shunt  calibration  is 
carried  out  at  the  active  gauge,  the  attenuation  error  will  be  automatically 
compensated  for  in  the  circuit  sensitivity  value  derived  from  the  shunt  calibration.  In 
most  cases  the  active  gauge  is  not  accessible,  thus  the  need  for  an  accurate  calculated 
correction  factor  to  compensate  for  the  attenuated  signal. 


3.2  Shimt  Calibration  (General  Theory) 


figure  2.  Shunt  calibration  of  a  single  gauge  in  a  Wheatstone  bridge  (quarteVr  Iwlf  or  full 
bridge  configuration) 


The  formula  for  calculating  the  equivalent  strain  generated  by  a  shunt  calibration 
resistor  placed  across  an  arm  of  the  Wheatstone  bridge  (as  in  Figure  2)  can  be  derived 
from  the  following  basic  definition  of  gauge  factor  (Perry  &  Lissner  1955): 


where 


e 

R  =  Gauge  resistance 
Fg  =  Gauge  factor 


E  =  Strain 


(3) 


When  the  shxmt  calibration  resistor  is  connected,  the  change  in  resistance  is  equal  to: 

AR  =  RtRi||Rc. 

Therefore  equation  3  becomes: 


R.- 

Fgec= - 

R, 

where  £c  =  Equivalent  nominal  calibration  strain 


^R.xRc 

^R)  +  Rg  j 

R, 
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Ri  =  Nominal  gauge  resistance  eg.  120Q,  350^2  or  1000^2. 

Rc  =  Shunt  calibration  resistance 

Equation  4  is  the  basic  formula  used  by  strain  gauge  manufactxirers  when  calculating 
nominal  values  for  the  manufacture  of  calibration  resistors.  Typical  commercially 
available  shxmt  calibration  resistor  values  are  shown  in  Table  1.  The  values  are 
derived  from  the  nominal  strain  gauge  resistance  (120,  350,  or  1000^2),  and  for  a  gauge 
factor  of  2.0. 


Table  1:  Nominal  Shunt  calibration  resistor  values.  (Measurements  Group  1988) 


Equivalent 

Micro-strain 

120^2  nominal 

350Q  nominal 

lOOOfl  nominal 

(N 

Resistance  in  ohms 

Resistance  in  ohms 

Resistance  in  ohms 

500 

119880 

349650 

999000 

1000 

59880 

174650 

499000 

2000 

29880 

87150 

249000 

3000 

19880 

57983 

165666 

4000 

14880 

43400 

124000 

5000 

11880 

34650 

99000 

10000 

5880 

17150 

49000 

3.3  Shunt  Calibration  Error  Due  To  Cable  Resistance 

The  cable  resistances  in  the  strain  gauge  circuit  can  not  only  attenuate  the  output 
signal,  it  can  also  introduce  a  second  error  when  a  shimt  calibration  is  imdertaken. 
This  error  will  alter  the  calibration  sensitivity  in  such  a  way  that  when  strain  output  is 
calculated  from  the  output  voltage  and  the  calibrated  sensitivity,  the  output  strain  will 
be  lower  then  the  actual  strain.  However,  if  a  correction  formula  is  used,  then  this 
output  could  then  be  corrected  to  compensate  for  the  attenuated  signal. 

A  Technical  note  by  Measurements  Group  (1988)  discusses  shunt  calibration  and 
associated  calibration  errors.  The  paper  recommends  various  shunt  calibration 
techniques  for  the  various  configurations,  and  derives  appropriate  shunt  calibration 
error  corrections  when  strain  gauges  are  required  to  be  positioned  at  locations  remote 
to  the  instrumentation.  However,  Measurements  Group  (1988)  does  not  cover  the  type 
of  shunt  calibration  errors  discussed  in  this  paper  but  recommends  that  additional 
lead-wires  should  be  installed  from  the  gauge  site  to  the  instrumentation  specifically 
for  calibration  purposes  to  overcome  these  errors.  Murray  and  Miller  (1992)  also 
recommend  this,  however,  this  is  not  always  practical  as  it  is  neither  cost  effective  nor 
time  efficient.  To  the  authors'  knowledge,  there  is  no  documentation  that  fully  covers 
the  types  of  shunt  calibration  errors  addressed  by  this  paper. 

As  discussed,  if  strain  gauges  are  located  such  that  long  bridge  wires  are  required  to 
connect  them  into  the  Wheatstone  bridge,  then  errors  can  occur  in  the  calibration 
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process.  These  errors  can  be  avoided  if  calibration  occurs  at  the  active  gauge  site. 
However,  this  is  not  always  possible.  In  many  situations  the  gauges  are  not  accessible, 
are  covered  with  a  protective  coating,  or  in  cases  where  gauges  have  been  installed  in 
many  locations,  the  calibration  process  at  individual  sites  would  be  very  time 
consuming. 

Shimt  calibration  for  a  half  bridge  configuration  in  theory  can  be  carried  out  across 
the  precision  resistors  instead  of  the  strain  gauges  without  incurring  any  shunt 
calibration  error.  This  could  be  used  where  the  precision  resistors  are  accessible  and 
would  be  convenient  if  they  are  located  at  the  instrumentation.  (This  method  would 
avoid  shunt  calibration  error  but  not  the  attenuation  error  described  above.) 
However,  in  practice  this  is  not  always  possible  since  there  are  many  strain  measuring 
instruments  that  have  half  of  the  Wheatstone  bridge  built  in  to  the  system,  and  are 
therefore  inaccessible  for  calibration  by  this  technique.  Obviously  this  is  also  not 
possible  when  a  full  bridge  configuration  is  being  used  where  four  strain  gauges 
complete  the  Wheatstone  bridge.  If  shunt  calibration  is  required  to  be  carried  out  then 
it  is  important  to  know  the  magnitude  of  the  error  so  that  corrections  can  be  applied 
to  the  output  signal. 


3.4  Calculation  of  Shunt  Calibration  Error  of  Half  Bridge  using  the 
Four  Wire  Configuration. 

This  section  considers  the  case  where  two  gauges  are  placed  at  a  remote  location  and 
a  long  length  of  four  wire  signal  cable  is  used  to  connect  the  gauges  into  a  Wheatstone 
bridge  configuration  (Figure  3).  As  a  single  cable  has  been  used,  all  four  bridge  wires 
within  the  cable  are  assumed  to  be  of  equal  length  and  thus  assumed  to  be  of  equal 
resistance  (Rw). 


Vhea-tstone  bridge  Instrumentation 


Figure  3.  Wlieatstone  bridge  using  the  four-wire  configuration. 


The  shunt  calibration  error  can  be  calculated  as  a  function  of  voltage  drop  across  the 
bridge  output  when  a  shunt  calibration  resistor  is  placed  across  an  arm  of  the 
Wheatstone  bridge.  The  circuit  of  the  Wheatstone  bridge  in  Figure  3  can  be  redrawn 
schematically  as  shown  in  Figure  4.  Using  the  voltage  divider  principle  (Jackson 
1981),  Vi  can  be  calculated  in  terms  of  Vs  before  and  after  the  calibration  resistor  is 
applied.  This  method  asstimes  the  meter  resistance  approaches  infinity. 
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Figure  4.  Equivalent  circuit  of  Wheatstone  bridge  using  the  four-wire  configuration. 


Before  the  calibration  resistor  is  placed  across  the  arm  of  the  bridge  (Real  -  °°)  the 
output  from  the  bridge  is  equal  to: 

AV  =  Vi  |«ati »  ~  -  V2|Kral  =  ~ 

_ F^(Rg+2R„) _ ^ 

■(R,  +  2R„)  +  (Rg  +  2R,.)  2 


As  AV  =  0,  tire  Wheatstone  bridge  is  in  balance  as  expected. 

Similarly  after  a  calibration  resistor  is  placed  across  an  arm  of  the  Wheatstone  bridge, 
(R,^  ^  oo),  the  output  from  the  bridge  is  equal  to 

The  voltage  at  Vi  is  given  by: 

V\  F,(Rg+2RJ 

1  Ueal^oo  )||(R^ + 2  R,, ) 

(Rj  +  2R^,  +  2R^,) 

The  voltage  at  V2is  given  by: 

V\ 

As  voltage  at  V2  does  not  change  in  both  cases,  the  change  in  voltage  when  the 
calibration  resistor  is  placed  across  an  arm  of  the  bridge  can  be  calculated  from: 

AV  =  Vl|Rcal,o.o  -  VljRral 
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r,(Rg+2R,,  +  j;,^)  K, 
(R,+  2R„  +  2/?,„;)  2 

P;(R^  +  2RJ 

(Rg+2R„  +  2R^^,) 


The  shxmt  calibration  error  due  to  cable  resistance  can  be  calculated  from : 


A^L=o ' 


(8) 


=  1  — 


F,(R,  +  2R„) 


2(R,+2R„.+2R,,,)  2(R^+2f?„,) 
RJR^  +  2R,,.+2R,,,) 


xlOO 


(9) 


3.5  Shimt  Calibration  Error  of  a  Half  Bridge  using  the  Three  Wire 
Configtiration 

This  section  considers  the  case  where  two  strain  gauges  are  placed  at  a  remote 
location  and  a  long  length  of  three  core  cable  is  used  to  connect  the  gauges  into  a 
Wheatstone  bridge  configuration  as  shown  in  Figure  5.  As  a  single  cable  has  been 
used,  the  three  bridge  wires  are  of  equal  length,  and  thus  assumed  to  be  of  equal 
resistance  (Rw). 


Wheatstone  bridge  Instrurnen-ta-tion 


Figure  5.  Wheatstone  bridge  using  the  three-wire  configuration. 

The  shxmt  calibration  error  can  be  calculated  as  a  function  of  voltage  drop  across  the 
meter  when  a  shxmt  calibration  resistor  is  placed  across  an  arm  of  the  Wheatstone 
bridge.  It  is  assximed  that  the  Wheatstone  bridge  is  initially  balanced  and  R1  =  R2  = 
R3  =  R4  =  Rg.  The  circxiit  of  the  Wheatstone  bridge  in  Figxire  5  can  be  redrawn 
schematically  as  shown  in  Figure  6. 
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This  method  assumes  the  meter  resistance  approaches  infinity.  This  enables  the 
voltage  drop  at  V3  to  be  calculated  in  terms  of  Vs  using  the  voltage  divider  principle. 
Using  the  voltage  divider  principle,  Vi  can  be  calculated  in  terms  of  Vs  before  and 
after  and  the  calibration  resistor  is  applied: 

Before  the  calibration  resistor  is  applied,  the  voltage  V2  and  V3  is  given  by: 


The  input  impedance  across  strain  amplifiers  is  very  large.  For  example  the  Shinkoh 
DAS-407  amplifier  has  an  input  impedance  of  >100MQ  (Shinkoh  cl980).  Therefore, 
when  the  calibration  resistor  is  not  connected  Vi  =  V3 . 

Thus: 


Now  when  a  calibration  resistor  is  placed  across  the  arm  of  the  bridge  (Real  o®),  V3 
can  be  expressed  as: 

v\  ^(Rg+Rw) 

(R,+ R  J  +  (R,+ )||(Ru.+ Re./ ) 

(Rg+3Rj^  +  2R„,) 

To  simplify  the  following  calculation  we  can  express  the  above  equation  as  simply: 


V3|RcaI,-  =VsXK 


where  K  = 


(Rg+3R^v+2Rcfl/) 


(10) 
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From  Figure  6,  it  can  be  seen  that  when  the  calibration  resistor  is  placed  across  the 
active  strain  gauge  at  the  Wheatstone  bridge,  the  voltage  drop  between  Vi  and  V3 
using  the  voltage  divider  rule,  can  be  expressed  as: 


Rcal^oo 


=(y,-v,)x 


R.. 


(Rw  +  -^m/) 


Expressing  the  equation  in  terms  of  voltage  at  Vi,  and  substituting  in  equation  10  for 
Vs,  the  following  expression  is  obtained: 


I  Rcal^oc 


(Rw  +  Rco/) 


(11) 


The  change  in  voltage  that  occurs  at  the  output  when  a  calibration  resistor  is  placed 
across  the  arm  of  the  bridge  is  equal  to: 

AVi  =  Vi|Rcal*~  -Vi|Rcal=« 

(Rw  +  -^Cfl/)  2 

2(R„+R.„,)  ^ 

As  the  voltage  at  Vs  does  not  change  shxmt  during  calibration,  the  shunt  calibration 
error  for  the  three-wire  configuration  can  be  expressed  as: 

AE.L  „ 

%5^,  =1 - iiSsSlxlOO 

2(R„.+R„,) 

Substitute  in  for  K: 


%5. 


cal 


(R„  +3RJ(R„  +2ff  ,) 
l_v_^g - - SSLlxlOO 

^8  + IR^^i ) 


(14) 


3.6  Calculation  of  Shunt  Calibration  Error  of  a  Quarter  Bridge  Three 
Wire  Configuration 

This  section  considers  the  case  where  a  single  strain  gauge  is  placed  at  a  remote 
location  and  a  long  length  of  three-core  cable  is  used  to  connect  the  gauge  into  a 
Wheatstone  bridge,  (Figure  7).  As  a  single  cable  has  been  used,  aU  three  lead-wires  are 
of  equal  length,  and  thus  assumed  to  be  of  equal  resistance  (Rw). 
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Vheats-tone  brcJQe  Instrunentation 


Figure  7.  Single  strain  gauge  some  distance  from  the  Wheatstone  bridge  location. 

Comparing  circuits  shown  in  Figures  5  and  7,  it  can  be  seen  that  the  electrical  circuit 
for  a  quarter  bridge  using  the  three  wire  method  is  virtually  identical  to  a  half  bridge 
three-wire  method.  Although  physically  a  resistor  is  in  a  different  location, 
electrically,  the  circuits  are  identical.  Hence  the  same  formulas  derived  for  a  half 
bridge  three-wire  method  can  be  used  to  calculate  equivalent  calibration  strain  for  the 
quarter  bridge  three-wire  method. 

General  strain  gauge  theory  strongly  recommends  that  when  a  single  gauge  is  placed 
some  distance  from  the  instrumentation,  three  wires  (of  equal  length)  should  always 
be  used  to  compensate  for  resistance  changes  in  the  bridge-wires  due  to  temperature 
and  strains  induced  in  the  wires.  Therefore,  a  quarter  bridge  two-wire  configuration 
will  not  be  considered. 


3.7  Experimental  Validation  of  Theoretical  Approach 

To  check  that  the  derived  equations  9  and  14,  for  calculating  shunt  calibration  error 
were  mathematically  correct,  experiments  were  conducted  for  both  the  3  and  4  wire 
configurations.  The  wiring  configurations  are  the  same  as  those  shown  in  Figures  3 
and  5,  which  are  typical  wiring  schematics  of  the  Wheatstone  bridge  in  a  four  wire 
and  three  wire  configuration  respectively.  350ohm  strain  gauges  and  350ohm 
precision  resistors  were  used  in  the  Wheatstone  bridge.  The  circuits  were  connected  to 
Shinkoh  DAS-407  strain  gauge  amplifiers  that  provided  8  volts  excitation  and  signal 
amplification  with  the  analog  output  being  measured  with  a  voltage  meter.  The  shunt 
calibration  resistor  used  had  a  nominal  value  of  349650f2  which  equates  to  an 
equivalent  calibration  strain  value  of  500|i8  (see  Table  1).  Bridge  wire  resistance  was 
achieved  by  installing  resistors  of  known  resistance  ie.  lOQ  and  20Q  in  series  with 
strain  gauge  1  and  strain  gauge  2.  The  calibration  resistor  was  placed  across  each  of 
the  two  strain  gauges  in  the  Wheatstone  bridge  in  succession  and  the  outputs 
recorded.  Measurements  were  also  undertaken  for  the  case  when  there  was  no  bridge 
wire  resistance  ie.  no  additional  resistance  in  series  with  strain  gauge  1  and  strain 
gauge  2.  The  results  are  summarised  in  Table  2  together  with  the  calculated  total 
calibration  errors  and  the  theoretical  predictions  of  the  calibration  error  using 
equations  9  and  14. 
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Table!:  Experimental  Shunt  Calibration  Results 


II  Rw  =0^2  Rw  =  101:2 

Rw  “  201i2  1 

II  Four  Wire  Method  || 

Shunt  across  gauge  1  &  bridge  wires 

+3.093V 

+2.905V 

+2.750V 

Shunt  across  gauge  2  &  bridge  wires 

-3.087V 

-2.927V 

-2.732V 

Average  output  (excluding  signs) 

3.090V 

2.916V 

2.741V 

Shimt  calibration  error(^) 

0% 

5.6% 

11.3% 

Theoretical  shimt  calibration  error(2) 

0% 

5.7% 

11.4% 

1  Three  Wire  Method  | 

Shunt  across  gauge  1  &  bridge  wires 

+3.137V 

+2.876V 

+2.606V 

Shimt  across  gauge  2  &  bridge  wires 

-3.124V 

-2.852V 

-2.577V 

Average  output  (excluding  signs) 

3.131V 

2.864V 

2.592V 

Shunt  calibration  error<i) 

0% 

8.5% 

17.2% 

Theoretical  shunt  calibration  error(3) 

0% 

8.57% 

17.1% 

Note:  (1):  From  the  above  experimental  results. 

(2)  Calculated  using  equation  9. 

(3)  Calculated  using  equation  14. 


The  experimental  procedxire  represented  extreme  cases  that  may  not  be  expected  in 
most  practical  strain  gauging  exercises  as  lead-wire  resistance  of  greater  than 
would  not  be  expected  when  conducting  strain  gauge  measurements.  For  example,  if 
22  AWG  copper  stranded  wires  were  used  for  the  signal  cable  between  the  strain 
gauge  and  the  Wheatstone  bridge,  a  80m  length  would  be  required  to  produce  a 
resistance  of  approximately  5Q. 

4.  Strain  Error  Due  to  Long  Signal  Cables  between  the 
Wheatstone  Bridge  and  Acquisition  Instrumentation. 


An  alternative  wiring  configuration  is  to  have  the  strain  gauges  and  precision  resistors 
(if  required)  at  the  same  single  location  and  connected  together  at  that  location  to  form 
a  Wheatstone  bridge.  The  instrumentation  could  then  be  a  considerable  distance  from 
the  Wheatstone  bridge  as  shown  in  Figure  8,  This  eliminates  bridge  wire  resistance, 
however  long  signal  cable  to  the  instrumentation  would  still  be  required.  The  bridge 
configuration  may  consist  of  one  or  two  strain  gauges  with  precision  resistors 
completing  the  bridge,  or  it  may  consists  of  four  strain  gauges,  or  it  may  consist  of 
some  other  resistive  type  transducer  such  as  an  accelerometer,  load  cell,  pressure 
gauge  etc. 

Note  that  if  calibration  is  carried  out  at  the  Wheatstone  bridge,  then  both  the 
attenuation  and  shunt  calibration  error  will  be  eliminated.  The  shxmt  calibration  value 
and  hence  Ccdibrated  gauge  sensitivity  will  automatically  compensate  for  the 
attenuated  voltage  signal  when  calculating  strain  output.  However,  often  access  to  the 
Wheatstone  bridge  is  not  possible,  and  it  is  generally  easier  to  calibrate  at  the 
instrumentation. 
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In  this  configuration,  although  negligible  error  will  occur  from  the  bridge-wire 
resistance  within  the  Wheatstone  bridge,  errors  will  occur  due  to  resistance  in  the 
signal  cable  from  the  instrumentation  to  the  Wheatstone  bridge.  This  has  a  two  fold 
effect,  firstly,  resistance  in  the  signal  cable  will  cause  an  attenuation  of  the  signal  and 
secondly,  resistance  in  the  signal  cable  can  cause  an  attenuation  error  in  the  shrmt 
calibration  and  hence  circuit  sensitivity.  It  is  important  to  know  the  magnitude  of  the 
attenuation  and  shunt  calibration  error  due  to  the  long  signal  cable,  so  these  errors  can 
be  compensated  for. 


4.1  Attenuation  Error  Due  to  Signal  Cable  Resistance 

Consider  the  situation  where  the  Wheatstone  bridge  is  located  remote  to  the 
instrumentation  and  shunt  calibration  was  not  undertaken  at  the  Wheatstone  bridge 
and  therefore  attenuation  error  has  resulted.  As  previously  mentioned,  signal  strength 
is  related  to  cable  resistance  (length),  and  long  signal  cables  would  result  in  a 
reduction  of  signal  magnitude.  In  the  following  calculations  it  is  assumed  that  four- 
core  cable  has  been  used  to  connect  the  Wheatstone  bridge  to  the  instrumentation  and 
each  of  the  four  wires  are  aU  the  same  length  and  hence  assumed  to  have  equal 
resistances  denoted  as  Rl  (as  opposed  to  Rw). 


Wheatstone  bridge 


Rl 


Instnunentatbn 


Figure  8:  Schematic  of  Wheatstone  bridge  located  some  distance  from  the  instrumentation. 


Assuming  the  Wheatstone  bridge  is  initially  balanced  so  that  Rl  =  R2  =  R3  =  R4  =  Rg, 
the  resistance  across  the  Wheatstone  bridge  is  equal  to  Rg.  The  voltage  applied  to  the 
Wheatstone  bridge  will  therefore  be: 


As  circuit  current  is  dependent  on  circuit  resistance: 


therefore 


K 

R,+2Rj^ 


13 


DSTO-TR-1208 


vj  =  V  — 


The  attenuation  caused  by  the  lead 

%8att(Vs)  =  Vb|rl  =  o  -Vb|rl#:0 
Vb|rl=c 


V 

f 

V  - 

2RlVs  ] 

7?^+27?,  J 

resistance  in  the  supply  wires  is: 
xlOO 


xlOO 


27?, 

i?,+2i?. 


XlOO 


As  mentioned  previously,  the  input  impedance  across  good  strain  amplifiers  is  very 
large.  For  example  the  Shinkoh  DAS-407  amplifier  has  an  input  impedance  of 
>100M£2.  The  resistance  in  the  signal  wires  that  connect  the  Wheatstone  bridge  to  the 
amplifier  have  a  magnitude  of  2Rl.  As  it  is  connected  in  series  with  the  amplifier,  the 
attenuation  effect  can  be  considered  negligible.  Therefore  the  above  equation  is  also 
the  total  attenuation  of  the  instrumentation  due  to  resistances  in  the  sign^  wires,  thus: 


%5,„  =%S,„(Vs)  = 


2R, 


7?^ +27?, 


-XlOO 


(15) 


Murray  and  MiUer  (1992)  also  derived  an  equation  for  the  above  configuration.  Miuray 
and  Miller  (1992)  referred  to  the  attenuation  as  desensitisation  factor.  The  equation 
they  derived  for  the  above  configuration  can  be  converted  to  a  percent  attenuation. 
When  expressed  as  percent  attenuation,  it  becomes  identical  to  equation  15  above. 
Perry  and  Lissner  (1955,  p266)  quoted  an  equation  derived  by  Perino  for  calculating 
the  attenuation  error  for  the  above  configuration.  The  equation  Perry  and  Lissner 
(1955)  published  is  shown  below. 

2R 

5^,1  =  (Perry  &  Lissner  1955) 

Although  similar,  the  equation  Perino  derived  does  not  provide  as  accurate  results  as 
equation  15,  also  Perry  and  Lissner  (1955)  did  not  quote  that  the  equation  was  not  an 
exact  solution  nor  did  they  provide  conditions  under  which  it  should  be  used. 


4,2  Shunt  Calibration  Error  due  to  Signal  Cable  Resistance 

Consider  the  case  where  circumstances  dictate  that  shunt  calibration  must  be  carried 
out  at  the  instrumentation.  If  the  Wheatstone  bridge  is  located  remote  to  the 
instrumentation  firen  a  long  signal  cable  would  be  required.  When  a  calibration 
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resistor  is  placed  across  the  circuit  as  shown  in  Figure  8,  shunt  calibration  errors  will 
occiu:.  To  derive  an  equation  for  the  shunt  calibration  error  Kirchoff's  voltage  law 
using  the  loop  procedure  shall  be  implemented  as  described  in  Jackson  (1981).  As 
stated  previously,  the  Wheatstone  bridge  is  assumed  to  be  balanced  such  that  Ri  =  R2  = 
Rs  =  Rt  =  Rg.  The  meter  resistance  will  also  be  assumed  to  approach  infinity. 


Figure  9.  The  circuit  of  Figure  8  re-drawn  with  labels  and  current  tracing  loops  included 

Kirchoff's  voltage  law  states:  "In  any  complete  electric  circuit,  the  algebraic  sum  of  the 
source  voltages  must  equal  the  algebraic  sum  of  the  voltage  drops"  (Jackson  1981). 

Thus  using  Kirchoff's  voltage  law,  the  supply  voltage  can  be  expressed  in  terms  of  the 
various  arbitrary  current  paths  shown  in  Figure  9: 


loopl:  Vs  =  (R^3i +Rl)Ii +Rg(Ii +  +^2 +I3)  - (®) 

loop2:  Vs  =  Rl(I2 +l3)+2Rgl2 +  Ri,(Ii +I2 +I3)  - (t’) 

loop3:  Vs  =  Rl(I2 +I3)  +  Rgl3 +Rg(I| +I3)  +  Rl(Ii +^2 +I3)  - (^) 

also:  Vs  =  Rt(I,  + 12  + 13 )  - 

where  R^  =  total  resistance  of  the  circuit 


This  provides  us  with  four  simultaneous  equations  with  foru  unknovms,  thus 
unknowns  can  be  solved: 


/.=- 


Re  ^^cal 


(16) 


I  = - is - ^+1 

^  2(R,+3R,  +  2R,J 


(17) 
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^[2R,  4(R^+3R,+2R„JJ 

R  2(6R,-  +  5R,  +  4R,R^  +  R/  +  2R^R,^  ) 
^  3R,+8R,+4R,,, 

From  Figure  9,  the  voltage  at  V,  is  equal  to: 
V2=V,-I,R^, 

VsiR,  +3R^  +R,J 
(R,  +3R^  +2R,,,) 


(18) 

(19) 


(20) 


As  previously  discussed,  the  voltage  at  V4  will  be  the  same  as  the  voltage  at  V3  as  the 
input  impedance  across  strain  amplifiers  is  very  large.  Thus  from  Figure  9: 


V4=V3=(I,+I,+l3)R,  +  I,R^ 


=  Vs 


^  (R,  +4R,  +2R,J 
2iR^+3R,  +2R,,,) 


(21) 


The  voltage  output  of  the  Wheatstone  bridge  at  the  instrumentation  will  be: 

_Vs 

2  iR^+3R,+2R,,,) 


(22) 


Now  if  lead  resistance  is  equal  to  zero,  the  voltage  at  the  instrumentation,  will  be: 


VsiR^+R^,)  V, 

(R,+2R,^)  2 


(23) 


Now  when  the  calibration  resistor  is  not  in  contact,  it  can  be  seen  from  Figure  9  that 
the  bridge  would  be  balanced  and  the  voltage  across  the  bridge  would  be  zero: 

AV|r„.=„  =  0  (24) 


The  shunt  calibration  error  due  to  signal  cable  is  equal  to: 


yg  _  ^  (AVIrcjI^^  )IrL*0 


(25) 
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{R^+2R,){R,+1R,,,) 
R,{R,+?>R,  +2^„,) 


5.  Simplification  of  Derived  Equations  for  Shunt 

Calibration  Error 


Exact  formulae  were  derived  in  section  3  and  4  for  correcting  errors  due  to  shunt 
calibration  of  strain  gauges  when  long  cables  are  required  to  be  used  either  between 
the  gauge  and  the  Wheatstone  bridge  or  between  the  Wheatstone  bridge  and 
instrumentation.  These  three  equations  are  remarkably  similar  and  require  the  use  of 
the  same  variables:  gauge  resistance,  cable  resistance  and  shunt  calibration  resistance. 
It  wiU  be  demonstrated  below  that  these  equations  can  be  simplified  by  applying 
boxmdary  conditions  thus  providing  simple  practical  equations  that  are  sufficiently 
accurate  for  most  strain  gauging  applications. 


5.1  Simplification  of  Shunt  Calibration  error  equations:  for  cases  where 
the  active  strain  gauges  are  located  some  distance  from  the  Wheatstone 
bridge. 

Practical  strain  measurement  using  standard  foil  type  strain  gauges  generally  have  the 
following  parameters: 

•  Strain  gauges  are  either  120£2, 350f2  or  lOOOQ; 

•  A  shtmt  calibration  resistor  applies  an  equivalent  strain  in  the  range  of  500|t8  to 

10,000p8; 

•  The  bridge  wire  resistance  is  less  then  lOQ. 

The  shunt  calibration  formulae  derived  in  section  3  (equations  9  and  14)  are 
reproduced  below: 

Four  wire  system  (Figure  3): 


(ViWg+^xioo 


(equation  9) 


Three  wire  system  (Figure  5  or  7): 


{R,+3R,XRg+^Rcal) 


xlOO 


(equation  14) 


From  these  two  equations,  it  can  be  seen  that  under  these  practical  strain 
measurement  parameters  the  value  of  cable  resistance  2Rw  or  even  3Rw  is  extremely 
small  when  compared  to  the  sum  of  gauge  resistance  and  two  calibration  resistance 
values  (Rg  +  2Rcai),  the  ratio  of  the  gauge  and  calibration  resistance  over  this  same 
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expression  plus  bridge  wire  resistances  approaches  1  as  shown  in  the  expressions 
below: 

For  a  four  wire  system: 


(Rg  +  2/?,,+2/f^,) 

For  a  three  wire  system: 

(Rg+2R,,„,)  ^ 

(R^+3R,,.  +  2R^)" 


(28) 


(29) 


Thus  for  all  practical  strain  measurement  applications,  equations  9  and  14  can  be 
simplified  to: 

For  a  four  wire  system: 

2R 

=^xl00  (30) 

For  a  three  wire  system: 

%5„,=^xl00  (31) 

To  check  the  accuracy  of  these  approximate  solutions,  consider  an  extreme  case  where 
cable  resistance  is  lOH  and  shunt  calibration  was  carried  out  at  the  Wheatstone  bridge 
such  that  shimt  calibration  error  occurs.  The  expected  shtmt  calibration  error  that 
would  occur  have  been  calculated  using  both  exact  formulae  (equations  9  and  14)  and 
simplified  equations  30  and  31  and  is  tabulated  in  Table  3  for  120Q,  350Q  and  lOOOQ 
type  strain  gauges  for  various  shunt  calibration  resistor  values  (Real). 
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Table  3:  Calculated  Errors  for  ^ven  Strain  Gati^e  Type  and  lar^e  Cable  Resistances 


Equivalent 
micro¬ 
strain  (m£) 

Rg  =  120Q 

RK  =  350a 

ASIiMH 

Calibration 

error 

Calibration 

error 

Calibration 

error 

1  Rw  =  10£2,  foxir  wire  system  1 

Exact 

Solution 

SOOpE 

16.66% 

5.71% 

2.00% 

lOOOuE 

16.65% 

5.71% 

2.00% 

16.61% 

5.70% 

2.00% 

lOOOOpE 

16.47% 

5.65% 

1.99% 

SimpIiHed  solution 

n.a* 

®:-  16.67% 

5.71% 

2:00%  j 

1  Rw  =  ion,  three  wire  system  1 

Exact 

Solution 

500^l8 

24.98% 

8.57% 

3.00% 

lOOOpE 

24.97% 

8.56% 

3.00% 

24.91% 

8.54% 

2.99% 

10000m,8 

24.69% 

8.48% 

2.97% 

Simplified  SGiution 

£  ::25%: 

■,:8S7% 

3.00% 

Note:  *  n.a.  -not  applicable  as  not  required  in  equation,  but  should  be  within  the  prescribed  limits 


of  500|i£  to  10,000ja£  equivalent  micro-strain. 

From  Table  3  it  can  be  seen  that  when  using  exact  solutions,  the  value  of  the 
calibration  resistor  (Real)  has  very  little  effect  on  the  magnitude  of  the  calculated  shunt 
calibration  error.  For  example,  if  the  bridge  wire  resistance  is  lOQ,  gauge  resistance 
350Q,  and  a  4  wire  system  is  used,  the  shimt  calibration  error  for  a  500jLi8  calibration 
strain  is  5.71%  and  for  lOOOOpE  calibration  strain,  the  shunt  calibration  error  is  5.65%, 
a  difference  of  only  0.06%. 

Likewise,  if  the  calculated  exact  solutions  of  the  shxmt  calibration  error  is  compared  to 
the  calculated  shxmt  calibration  error  using  the  simplified  equations,  there  is  very 
little  difference  in  magnitude.  In  the  above  example  the  calculated  shxmt  calibration 
error  using  the  simplified  equation  is  5.71%.  Therefore  in  this  example  the  maximxim 
possible  error  due  to  using  the  simplified  equation  instead  of  the  exact  solution  is 
0.06%,  which  coxild  be  considered  negligible. 

Overall  it  can  be  concluded  that  the  results  using  the  simplified  equations  compare 
extremely  well  with  the  exact  solutions. 
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5.2  Simplification  of  Shunt  Calibration  error  equations:  for  cases  where 
the  Wheatstone  bridge  is  located  some  distance  from  the 
instrumentation. 

The  equation  derived  for  calculating  shunt  calibration  error  for  a  remotely  located 
Wheatstone  bridge  in  relation  to  the  instrumentation  (equation  26)  is  reproduced 
below: 


o/„5  ^  (R,+2RJ(R^+2R,,) 

R,(R,+3R,  +  2R,J 

As  shown  earlier,  knowing  that  the  shunt  calibration  formula  derived  in  section  4  will 
be  used  within  certain  boundary  conditions  this  formula  can  also  be  simplified. 
Remarkably,  this  equation  is  very  similar  to  equation  9  if  the  variable  Rl  is  substituted 
for  Rw.  Thus  equation  26  can  be  simplified  in  the  same  manner: 


(Rg+2R^^;) 


Therefore 


%5../=-^xl00  (32) 

Equation  32  is  suitable  for  all  practical  strain  gauge  measurements.  If  a  greater 
accuracy  is  required,  then  equation  26  should  be  used. 

Perry  and  Lissner  (1955  p266)  quoted  Perino  as  having  derived  expressions  for 
calculating  the  shimt  calibration  error.  The  equation  derived  by  Perino  is  identical  to 
equation  32.  Unfortunately,  no  calculations  had  been  provided  by  Perry  and  Lissner, 
nor  was  it  stated  that  it  was  not  an  exact  equation. 


6.  Summary  of  Derived  Equations 

In  this  paper,  a  total  of  twelve  equations  have  been  derived  for  calculating  attenuation 
and  shunt  calibration  errors  for  various  gauge  configurations.  These  equations  are 
summarised  in  Table  4.  A  comparison  of  each  gauge  configuration  is  also  made  with 
three  different  gauge  resistance  values  and  is  shown  in  Table  5. 


20 


DSTO-TR-1208 


Table  4;  Summary  of  exact  and  simplified  formulae  for  error  calculations  of  different  zoiring 
configurations.  _ _ _ _ 


Gauge 

Configuration 

Calibration 

Site 

Attenuation 

Error 

Shxmt  Calibration  Error  | 

Exact  solution 

1  or  2  remotely 
located  gauges, 

3  wire  system. 

Wheatstone 

bridge. 

^  (Rg+ 2i?,,)(Rg  + 

Rg  +  R„. 

(R  g  +  +  2R^^j ) 

2  remotely 
located  gauges, 

4  wire  system 

Wheatstone 

bridge. 

2R„ 

2^,.. 

Remotely 
located  bridge 

at 

instrumentation 

■  2R, 

^  {Rg+2R,)iR^+2R,J 

2Rl 

Rg+2R, 

^^caf ) 

Table  5:  Comparison  of  the  total  error  for  different  gauge  configurations  and  gauge  resistances 
zvhen  there  is  a  nominal  cable  resistance  of  5  ohm. 


Rg=120£2,R„  orRL=  5£2 

Calibration  Site 

Attenuation 

Error 

Shunt 

Calibration 

Error 

Total 

Error 

1  or  2  remotely  located 
gauges,  3  wire  system 

Wheatstone 

bridge. 

4% 

12.5% 

16.5% 

2  remotely  located  gauges, 
4  wire  system 

Wheatstone 

bridge. 

7.7% 

8.3% 

16.0% 

Remotely  located  bridge 

Instrumentation 

7.7% 

8.3% 

16.0% 

Re=350£2,  Rw  orRL=  5£i 

1  or  2  remotely  located 
gauges,  3  wire  system 

1.4% 

4.3% 

5.7% 

2  remotely  located  gauges, 
4  wire  system 

Wheatstone 

bridge. 

2.8% 

2.9% 

5.7% 

Remotely  located  bridge 

Instrumentation 

2.8% 

2.9% 

5.7% 

Rg  =  1000fl,  Rw  orRL=  5£2 

1  or  2  remotely  located 
gauges,  3  wire  system 

Wheatstone 

bridge. 

0.5% 

1.5% 

2.0% 

2  remotely  located  gauges, 

4  wire  system 

Wheatstone 

bridge. 

1.0% 

1.0% 

2.0% 

Remotely  located  bridge 

Instrumentation 

1.0% 

1.0% 

2.0% 
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7.  Discussion 


It  can  be  seen  from  Table  5  that  if  lOOOQ  strain  gauges  are  used  instead  of  120Q.  strain 
gauges,  then  there  is  a  significant  reduction  in  both  the  attenuation  and  shunt 
calibration  error.  Therefore  for  situations  where  the  individual  gauges  are  at  some 
distance  from  the  instrumentation  and  calibration  will  be  carried  out  at  the 
instrumentation,  high  resistance  strain  gauges  should  be  used  to  rninimise  errors. 

Dally  and  Riley  (1984)  claim  that  the  three-wire  method  is  better  then  the  four  wire 
method  as  it  results  in  a  lower  error.  However,  it  has  been  shown  that  under  certain 
conditions  that  this  is  not  the  case.  From  Table  5,  it  can  be  seen  that  for  the  situation 
where  the  calibration  resistor  has  to  be  placed  across  an  arm  of  the  Wheatstone  bridge 
and  not  across  the  gauge,  the  total  error  for  both  systems  are  similar. 

From  Table  5  it  can  be  seen  that  the  "total  error",  which  consists  of  the  sum  of 
attenuation  error  and  shunt  calibration  error  for  the  three  types  of  wiring 
configurations  are  all  similar  in  magnitude  for  a  given  gauge  resistance.  Therefore,  if 
strain  measurements  are  required  and  the  gauges  have  to  be  located  some  distance 
from  the  acquisition  instrumentation,  and  calibration  is  carried  out  at  the  Wheatstone 
bridge  it  really  does  not  matter  whether  a  four  wire  or  a  three  wire  system  is  used, 
because  the  overall  sum  of  attenuation  error  and  shunt  calibration  error  are  similar. 
Likewise,  if  calibration  must  be  carried  out  at  the  instrumentation  it  really  does  not 
matter  whether  the  Wheatstone  bridge  is  located  at  the  instrumentation  or  closer  to  the 
strain  gauges  as  again  the  overall  sum  of  attenuation  error  and  shunt  calibration  error 
introduced  due  to  long  leads  are  similar. 

8.  Conclusions 

(1)  Exact  equations  (equations  9  &  14)  were  derived  to  calculate  the  shxmt  calibration 
error  when  a  long  signal  cable  is  used  to  connect  the  gauge  to  the  Wheatstone  bridge  in 
a  four  or  three  wire  configuration. 

(2)  The  above-mentioned  equations  were  simplified  using  practical  approximations. 
These  simplified  equations  (equations  30  &  31)  are  satisfactory  for  all  practical  strain 
gauge  applications,  the  residual  error  being  less  then  one  percent. 

(3)  The  simplified  equations  were  verified  by  experimental  methods. 

(4)  An  equation  (equation  15)  was  derived  to  calculate  the  attenuation  error  when 
shimt  calibration  is  carried  out  at  the  instrumentation,  and  a  long  signal  cable  is  used 
between  the  Wheatstone  bridge  and  instrumentation. 
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(5)  An  equation  (equation  26)  was  derived  to  calculate  the  shunt  calibration  error  when 
shunt  cdibration  is  carried  out  at  the  instrumentation,  and  a  long  signal  cable  is 
required  between  the  Wheatstone  bridge  and  instrumentation. 

(6)  The  above-mentioned  equation  was  simplified  and  is  satisfactory  for  all  practical 
strain  gauge  applications,  the  residual  error  being  less  then  one  percent.  (Equation  32) 

(7)  It  was  mathematically  demonstrated  that  using  higher  resistance  strain  gauges 
reduces  attenuation  and  shimt  calibration  errors. 

(8)  It  was  shown  that  if  strain  measurements  are  required  and  the  gauges  have  to  be 
located  some  distance  from  the  acquisition  instrumentation,  and  shunt  calibration  is 
carried  out  at  the  Wheatstone  bridge,  that  it  really  does  not  matter  whether  a  four  wire 
or  a  three  wire  system  is  used,  because  the  overdl  sum  of  attenuation  error  and  shunt 
calibration  error  are  similar  in  magnitude. 

(9)  It  was  also  shown  that  if  shunt  calibration  is  to  be  carried  out  at  the  instrumentation 
it  really  does  not  matter  whether  the  Wheatstone  bridge  is  located  at  the 
instrumentation  or  closer  to  the  strain  gauges  as  again  the  overall  sum  of  attenuation 
error  and  shunt  calibration  error  introduced  due  to  long  leads  are  similar  in 
magnitude. 

(10)  All  of  the  above  mentioned  equations  are  sununarised  in  Table  4  for  the  reader's 
convenience. 


9.  Recommendations 

When  making  measmements  and  long  cables  are  used  the  following  the  procedure 
should  be  followed: 

(i)  When  ever  possible,  xmdertake  shunt  calibration  across  the  active  strain 
gauge  as  this  wiU  completely  eliminate  the  attenuation  and  shunt 
calibration  errors. 

(ii)  If  the  above  recommendation  is  not  possible,  undertake  shimt  calibration 
at  the  Wheatstone  bridge.  This  will  help  minimise  the  attenuation  and 
shunt  calibration  errors. 

(iii)  If  unable  to  carry  out  a  shimt  calibration  at  the  strain  gauge  or  the 
Wheatstone  bridge,  carry  out  the  shunt  calibration  at  the  instrumentation. 

(iv)  For  points  (ii)  and  (iii)  measure  the  cable  resistances  so  that  the 
instrumentation  engineer  can  make  appropriate  corrections  using  the 
formulae  developed  in  this  paper. 


23 


DSTO-TR-1208 


10.  Acknowledgments 

The  authors  would  like  to  acknowledge  Mr.  N.  Baldwin  and  Mr.  P.  Elischer  for  a 
thorough  review  of  this  report. 


11.  References 

Dally,  James  W.,  RUey,  William  F.,  McConnell,  Kenneth  G.,  Instrumentation  for 
Engineering  Measurements,  pub.  John  Wiley  &  sons,  1984.  p215-218. 

Dally,  James  W.,  William  F.  Riley,  Experimental  Stress  Analysis,  pub.  McGraw-Hill 
company,  1978.  p253-256. 

Jackson,  Herbert,  Electric  Circuits,  Fifth  Edition,  Prentice-Hall  International  Editions, 
1981. 

Measurements  Group,  Shunt  Calibration  of  Strain  Instrumentation,  Technical  Note  TN- 
514, 1988. 

Murray,  William  M.,  Miller,  Wilham  R.,  The  Bonded  Electrical  Resistance  Strain  Gauge, 
pub.  Oxford  University  press,  1992. 

Perry,  C.C,  Lissner  H.R.,  Hie  Strain  Gauge  Primer,  second  edition,  pub.  McGraw-Hill, 
1955. 

Shinkoh,  DAS-407  Self-Balancing  Dynamic  Strain  Meter  Instruction  Manual,  Shinkoh,  c. 
1980. 

Troke,  Robert  W.,  Improving  Strain-Measurement  Accuracy  When  Using  Shunt 
Calibrations,  Experimental  Mechanics,  October  1976,  pp397-400. 


24 


Errors  in  Shunt  Calibration  of  Strain  Gauge  Circuits  due  to  Cable  Resistance 
Darren  Sanford  &  Phillip  Box 

AUSTRALIA 


DEFENCE  ORGANISATION 

S&T  Program 

Chief  Defence  Scientist 
FAS  Science  Policy 
AS  Science  Corporate  Management 
Director  General  Science  Policy  Development 
Counsellor  Defence  Science,  London  (Doc  Data  Sheet) 

Counsellor  Defence  Science,  Washington  (Doc  Data  Sheet) 

Scientific  Adviser  to  MRDC  Thailand  (Doc  Data  Sheet ) 

Scientific  Adviser  Joint 

Navy  Scientific  Adviser  (Doc  Data  Sheet  and  distribution  list  only) 
Scientific  Adviser  -  Army  (Doc  Data  Sheet  and  distribution  list  only) 
Air  Force  Scientific  Adviser 
Director  Trials 

Aeronautical  and  Maritime  Research  Laboratory 
Director 

Chief  of  Maritime  Platforms  Division 
D.  Saxmders 
P,  Elischer 
P.  Box  (3  copies) 

D.  Sanford  (4  copies) 

F,  Marian 
A.  Mclean 
D.  Wiese 
N.  Baldwin 
J.  Donato 

DSTO  Library  and  Archives 

Library  Fishermans  Bend  (Doc  Data  Sheet ) 

Library  Maribymong  (Doc  Data  Sheet ) 

Library  Salisbury 
Australian  Archives 

Library,  MOD,  Pyrmont  (Doc  Data  sheet  only) 

US  Defense  Technical  Information  Center,  2  copies 
UK  Defence  Research  Information  Centre,  2  copies 
Canada  Defence  Scientific  Information  Service,  1  copy 
NZ  Defence  Information  Centre,  1  copy 
National  Library  of  Australia,  1  copy 


1 

^  shared  copy 


25 


CapabiKty  Systems  Staff 

Director  General  Maritime  Development  (Doc  Data  Sheet  only) 
Director  General  Aerospace  Development  (Doc  Data  Sheet  orily) 


JCnowledge  Staff 

Director  General  Command,  Control,  Commimications  and  Computers  (DGC4) 
(Doc  Data  Sheet  only) 


Navy 

SO  (SCIENCE),  COMAUSNAVSURFGRP,  BLD  95,  Garden  Island,  Locked  Bag 
12,  PYRMONT  NSW  2009  (Doc  Data  Sheet  and  distribution  list  only) 

Army 

Stuart  Schnaars,  ABCA  Standardisation  Officer,  Tobruk  Barracks, 
Puckapunyal,  3662  (4  copies) 

SO  (Science),  Deployable  Joint  Force  Headquarters  (DJFHQ)  (L),  MILPO 
Gallipoli  Barracks,  Enoggera  QLD  4052  (Doc  Data  Sheet  only) 

Intelligence  Program 

DGSTA  Defence  Intelligence  Organisation 

Manager,  Information  Centre,  Defence  Intelligence  Organisation 

Corporate  Support  Program 

Library  Manager,  DLS-Canberra 

UNIVERSITIES  AND  COLLEGES 
Australian  Defence  Force  Academy 
Library 

Head  of  Aerospace  and  Mechanical  Engineering 
Deakin  University,  Serials  Section  (M  list),  Deakin  University  Library,  Geelong, 
3217 

Hargrave  Library,  Monash  University  (Doc  Data  Sheet  only) 

Librarian,  Flinders  University 


OUTSIDE  AUSTRALIA 

ABSTRACTING  AND  INFORMATION  ORGANISATIONS 
Engineering  Societies  Library,  US 

Materials  Information,  Cambridge  Scientific  Abstracts,  US 
Documents  Librarian,  The  Center  for  Research  Libraries,  US 

INFORMATION  EXCHANGE  AGREEMENT  PARTNERS 

Acquisitions  Urut,  Science  Reference  and  Information  Service,  UK 

Library  -  Exchange  Desk,  National  Institute  of  Standards  and  Technology,  US 

SPARES  (5  copies) 


Total  number  of  copies: 


51 


Page  classification:  UNCLASSIFrED 


DEFENCE  SCIENCE  AND  TECHNOLOGY  ORGANISATION 
DOCUMENT  CONTROL  DATA 


1.  PRIVACY  MARKING/CAVEAT  (OF 
DOCUMENT) 


2  TITLE  3.  SECURITY  CLASSIFICATION  (FOR  UNCLASSIFIED  REPORTS 

THAT  ARE  UMITED  RELEASE  USE  (L)  NEXT  TO  DOCUMENT 
Errors  in  Shunt  Calibration  of  Strain  Gauge  Circuits  due  to  Cable  CLASSIFICATION) 

Resistance 

Document  (U) 

Title  (U) 

Abstract  (U) 


4.  AinHOR(S) 

Darren  Sanford  and  Phillip  Box 


6a.  DSTO  NUMBER 

6b.  AR  NUMBER 

6c.  TYPE  OF  REPORT 

DSTO-TR-1208 

AR-012-015 

Technical  Report 

8.  FILE  NUMBER 

9.  TASK  NUMBER 

10.  TASK  SPONSOR 

11.  NO.  OF  PAGES 

510/207/0652 

RDI 99/077 

DSTO 

23 

5.  CORPORATE  AUTHOR 

Aeronautical  and  Maritime  Research  Laboratory 
506  Lorimer  St 

Fishermans  Bend,  Victoria  3207  Australia 


7,  DOCUMENT  DATE 
September  2001 


12.  NO.  OF 

REFERENCES 

8 


13.  URL  on  the  World  Wide 


14.  RELEASE  AUTHORITY 


http:/ /www.dsto.defence.gov.au/corporate/reports/DSTO-TR-  Chief,  Maritiine  Platforms  Division 
1208.pdf 


15.  SECONDARY  RELEASE  STATEMENT  OF  THIS  DOCUMENT 

Approved  for  public  release 

OVERSEAS  ENQUIRIES  OUTSIDE  STATED  LIMITATIONS  SHOULD  BE  REFERRED  THROUGH  DOCUMENT  EXCHANGE,  PO  BOX  1500,  SALISBURY,  SA  5108 


16.  DELIBERATE  ANNOUNCEMENT 
No  Limitations 


17.  CASUAL  ANNOUNCEMENT  Yes 


18.  DEFTEST  DESCRIPTORS 

Strain  gauges,  strain  measuring,  shunt  calibration,  Wheatstone  bridge 


19.  ABSTRACT 

In  many  situations  where  strain  measurements  are  required,  the  instrumentation  is  located  a 
considerable  distance  from  the  strain  gauge  site.  This  results  in  long  cable  lengths  from  gauge  site  to  the 
instrumentation.  The  resistance  of  the  signal  cable  can  directly  cause  attenuation  errors  when  acquiring 
strain  data.  It  can  cause  further  attenuation  error  in  the  strain  measurement  when  the  calibration  of  the 
strain  circuit  and  instrumentation  system  is  carried  out  using  a  "shimt "  resistor.  As  these  two  types  of 
errors  are  additive  the  total  error  can  be  quite  large.  This  paper  derives  correction  formulae  to  these 
attenuation  errors  for  the  various  wiring  configurations. 


Page  classification:  UNCLASSIFIED 


